Comment on 'Lateral response heterogeneity of Bragg peak ionization chambers for narrow-beam photon and proton dosimetry'.
Lateral response heterogeneity of Bragg peak ionization chambers was measured by Kuess et al (2017) using collimated x-rays. It is argued in this comment that the laterally extended low dose tails of the collimated x-rays should be accurately measured and included in the study.